ET3DV6 SN:1502 July 19, 2005

Probe ET3DVG6

SN:1502

Manufactured: October 24, 1999
Last calibrated: July 16, 2004
Recalibrated: July 19, 2005

Calibrated for DASY Systems

(Note: non-compatible with DASY2 system!)
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ET3DV6 SN:1502 July 19, 2005

DASY - Parameters of Probe: ET3DV6 SN:1502

Sensitivity in Free SpaceA Diode Compression®
NormX 175 £104%  uVAVIm)? DCP X 92 mV
NormY 190 £101%  pV/A(V/m)® DCPY 92 mV
NormZ 1.83+£101%  pVAV/m) DCP Z 92 mV

Sensitivity in Tissue Simulating Liquid (Conversion Factors)

Please see Page 8.

Boundary Effect

TSL 900 MHz Typical SAR gradient: 5 % per mm
Sensor Center to Phantom Surface Distance 3.7mm 4.7 mm
SARy [%] Without Correction Algorithm 9.7 5.1
SARp [%] With Correction Algorithm 0.1 0.3

TSL 1810 MHz Typical SAR gradient: 10 % per mm
Sensor Center to Phantom Surface Distance 3.7mm 4.7 mm
SARy. [%] Without Carrection Algorithm 14.4 9.6
SARy, [%] With Correction Algorithm 0.9 0.1

Sensor Offset

Probe Tip to Sensor Center 2.7 mm

The reported uncertainty of measurement is stated as the standard uncertainty of
measurement multiplied by the coverage factor k=2, which for a normal distribution
corresponds to a coverage probability of approximately 95%.

A The uncertainties of NormX.Y,Z do nat affect the E*-field uncertainty inside TSL (see Page 8).

B Numerical linearization parameter; uncertainty not required.
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ET3DV6 SN:1502 July 19, 2005

Frequency Response of E-Field
(TEM-Cell:ifi110 EXX, Waveguide: R22)

Frequency response (normalized)

\
\
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Uncertainty of Frequency Response of E-field: £ 6.3% (k=2)
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ET3DV6 SN:1502 July 19, 2005

Receiving Pattern (¢), 3 = 0°

f=600 MHz, TEM ifi110EXX f= 1800 MHz, WG R22
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Uncertainty of Axial Isotropy Assessment: £ 0.5% (k=2)
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ET3DV6 SN:1502 July 19, 2005

Dynamic Range f(SARycaq)
(Waveguide R22, f = 1800 MHz)

Input Signal [mV]

0.0001 0.001

Error [dB]

SAR [lecm’] |

Uncertainty of Linearity Assessment: * 0.6% (k=2)
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Conversion Factor Assessment

f = 900 MHz, WGLS R9 (head) f = 1810 MHz, WGLS R22 (head)
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f[MHz] Validity [MHz]° TSL Permittivity Conductivity Alpha Depth  ConvF Uncertainty

900 +50/+100 Head 41.5+5% 0.97+5% 066 1.84 6.23 +11.0% (k=2)
1810 £50/£100 Head 40.0+5% 1.40+5% 0.68 2.28 5.26 +11.0% (k=2)
1950 +50/+100 Head 40.0+5% 1.40% 5% 0.68 234 4.83 *11.0% (k=2)
900 +50/+100 Body 55.0+5% 1.05%5% 0.62 1.98 6.13 +11.0% (k=2)
1810 +50/+100 Body 53.3+5% 1.52+5% 067 252 458 *11.0% (k=2)
1950 +50/+ 100 Body 53.3+5% 1.52+5% 070 2.37 4.37 £11.0% (k=2)

 The validity of £ 100 MHz only applies for DASY v4.4 and higher (see Page 2). The uncertainty is the RSS
of the ConvF uncertainty at calibration frequency and the uncertainty for the indicated frequency band.
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ET3DV6 SN:1502 July 19, 2005

Deviation from Isotropy in HSL
Error (¢, 9), f = 900 MHz

Error [dB]

‘ ‘l-1.00.-—0.30 B-0.80--0.60 B-0.60-0.40 M-0.40--0.20 B-0.20-0.00 |
|D0.00-0.20 @0.20-040 0O040-080 [0.60-0.80 MO0.80-1.00

Uncertainty of Spherical Isotropy Assessment: * 2.6% (k=2)
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APPLICANT: MOTOROLA, INC. FCC ID: IHDT56FZ1

Appendix 5

Measurement Uncertainty Budget
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APPLICANT: MOTOROLA, INC. FCC ID: IHDT56FZ1
Uncertainty Budget for Device Under Test: 30 — 3000 MHz

Measurement System

Probe Calibration E.21| 5.9 N 1.00 1 1 5.9 5.9 )
Axial Isotropy E22 | 47 R 1.73 |0.707 | 0.707 | 1.9 1.9 0
Hemispherical Isotropy E.22 | 9.6 R 1.73 [0.707 | 0.707 | 3.9 3.9 )
Boundary Effect E23| 1.0 R 1.73 1 1 0.6 0.6 0
Linearity E24 | 47 R 1.73 1 1 2.7 2.7 0
System Detection Limits E25]| 1.0 R 1.73 1 1 0.6 0.6 0
Readout Electronics E.26 | 0.3 N 1.00 1 1 0.3 0.3 0
Response Time E27] 11 R 1.73 1 1 0.6 0.6 00
Integration Time E28| 11 R 1.73 1 1 0.6 0.6 0
RF Ambient Conditions - Noise | E.6.1 | 3.0 R 1.73 1 1 1.7 1.7 o0
RF Ambient Conditions -

Reflections E.6.1| 0.0 R 1.73 1 1 0.0 0.0 o0
Probe Positioner Mech.

Tolerance E.6.2| 04 R 1.73 1 1 0.2 0.2 o0
Probe Positioning w.r.t

Phantom E6.3| 14 R 1.73 1 1 0.8 0.8 o0
Max. SAR Evaluation (ext.,

int., avg.) ES5 | 34 R 1.73 1 1 2.0 2.0 0
Test sample Related

Test Sample Positioning E42 | 3.2 N 1.00 1 1 3.2 3.2 29
Device Holder Uncertainty E41| 4.0 N 1.00 1 1 4.0 4.0 8
SAR drift 6.6.2 | 5.0 R 1.73 1 1 2.9 2.9 0
Phantom and Tissue

Parameters

Phantom Uncertainty E31| 4.0 R 1.73 1 1 2.3 2.3 0
Liguid Conductivity (target) E.3.2| 5.0 R 1.73 0.64 | 0.43 1.8 1.2 0
Liquid Conductivity

(measurement) E.3.3| 33 N 1.00 0.64 | 0.43 2.1 1.4 0
Liquid Permittivity (target) E.3.2 | 5.0 R 1.73 0.6 0.49 1.7 1.4 )
Liquid Permittivity

(measurement) E.3.3| 1.9 N 1.00 0.6 0.49 1.1 0.9 )
Combined Standard

Uncertainty RSS 11.1 10.8 411
Expanded Uncertainty

(95% CONFIDENCE LEVEL) k=2 22.2 21.6
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APPLICANT: MOTOROLA, INC.

Uncertainty Budget for System Check: 30 — 3000 MHz

FCC ID: IHDT56FZ1

Measurement System
Probe Calibration E.2.1| 5.9 N 1.00 1 1 5.9 5.9 ®
Axial Isotropy E22 | 47 R 1.73 1 1 2.7 2.7 ®
Spherical Isotropy E.22 | 9.6 R 1.73 0 0 0.0 0.0 o
Boundary Effect E23] 1.0 R 1.73 1 1 0.6 0.6 ©
Linearity E24 | 47 R 1.73 1 1 2.7 2.7 o
System Detection Limits E.25] 1.0 R 1.73 1 1 0.6 0.6 ©
Readout Electronics E.2.6 | 0.3 N 1.00 1 1 0.3 0.3 ©
Response Time E27 | 1.1 R 1.73 1 1 0.6 0.6 S
Integration Time E.28 | 0.0 R 1.73 1 1 0.0 0.0 ®
RF Ambient Conditions - Noise E.6.1 | 3.0 R 1.73 1 1 1.7 1.7 ©
RF Ambient Conditions - Reflections | E.6.1 | 0.0 R 1.73 1 1 0.0 0.0 o
Probe Positioner Mechanical
Tolerance E6.2 | 0.4 R 1.73 1 1 0.2 0.2 ©
Probe Positioning w.r.t. Phantom E6.3| 14 R 1.73 1 1 0.8 0.8 ©
Max. SAR Evaluation (ext., int.,avg.) | E5 | 34 R 1.73 1 1 2.0 2.0 ®
Dipole
Dipole Axis to Liquid Distance E.84’.2 2.0 R 1.73 1 1 1.2 1.2 0
Input Power and SAR Drift 8,
Measurement 6.6.2 | 5.0 R 1.73 1 1 2.9 2.9 ©
Phantom and Tissue Parameters
Phantom Uncertainty E3.1| 4.0 R 1.73 1 1 2.3 2.3 ©
Liguid Conductivity (target) E.3.2 | 5.0 R 1.73 |0.64 | 0.43 1.8 1.2 ©
Liguid Conductivity (measurement) E.3.3| 3.3 R 1.73 |0.64 | 0.43 1.2 0.8 ©
Liguid Permittivity (target) E.3.2| 5.0 R 1.73 0.6 | 0.49 1.7 1.4 ®
Liquid Permittivity (measurement) E33 | 1.9 R 1.73 0.6 | 0.49 0.6 0.5 ©
99
Combined Standard Uncertainty RSS 9.0 8.8 9
Expanded Uncertainty
(95% CONFIDENCE LEVEL) =2 17.7 17.3
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APPLICANT: MOTOROLA, INC. FCC ID: IHDT56FZ1

Appendix 6

Dipole Characterization Certificate
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Certification of System Performance Check Targets

Based on APP-0396

-Historical Data-

900MHz

IEEE1528 Target: 10.8 (W/kg)
Measurement Uncertainty o
(k=1): 9.0%
Measurement Period: 9-Nov-04 to 2-June-05
# of tests performed: 813
Grand Average: 11.3 (Wikg)
% Deltal 4.4%
(Average - IEEE1528 Target
Is % Delta <= Expanded Yes
Measurement Uncertainty (k=2)?
Accept/Reject Average as new
system performance check ACCEPT
target?
Historic data included the
following
900MHz Dipoles:
69, 77
79, 80
91, 94
96, 97
-New System Performance Check Targets- per APP-0396
(based on analysis of historical data)
Frequency SAR Target (W/kg) Permittivity Conductivity (S/m)
900MHz 11.3 415+ 5% 0.97 £ 5%
-Approvals-
Submitted by:| Marge Kaunas Date: 2-Jun-05
Signed: Mn____é._m__ K\_.
o,
Comments: Spreadsheet detailing referenced historical measurements is available upon request.
Approved by:| Mark Douglas | Date:] 2-Jun-05 |
Signed: W ?%

Comments:






